Introduction {#ss1}
============

Centralized routine hospital laboratories perform an increasing number of tests on blood samples provided by general practitioners (GPs). It is important that the results obtained on these samples, are comparable to those obtained when venipuncture is performed at the hospital. In this context pre-analytical variations related to storage time and temperature as well as transportation conditions of the blood samples are of major importance \[[@CIT0001],[@CIT0002]\].

Transportation of blood samples from the GPs office to the laboratories often relies on different types of logistics, generally at ambient temperature and with variation in the time-frame of the entire process. In the hospital setting pre-analytical conditions are less variable, whole blood is centrifuged soon after venipuncture and subsequent analysis performed within a short time frame post-centrifugation \[[@CIT0003]\]. Furthermore primary tubes are used, in order to ensure correct sample identity.

Focusing on cost-effectiveness it has in our region been suggested that centrifugation of blood samples from GPs should be performed at the hospital laboratories, provided that this does not compromise the quality of test results.

A number of studies have explored to which extent it is possible to use whole blood samples, subject to prolonged storage, and thus allowing flexibility in the requirements regarding transportation of blood samples to the hospital laboratories \[[@CIT0015]\]. Results from most studies indicate the necessity of more than one daily sample transportation from GPs office \[[@CIT0004],[@CIT0006],[@CIT0008],[@CIT0009],[@CIT0011],[@CIT0013]\], but there are also studies supporting one daily transport \[[@CIT0007],[@CIT0012]\]. However, the main part of the studies are relatively small covering up to 30 analytes examined in five to 15 persons \[[@CIT0004],[@CIT0006],[@CIT0012]\]. Furthermore, most studies include blood from presumably healthy individuals \[[@CIT0004],[@CIT0006],[@CIT0012],[@CIT0014],[@CIT0015]\].

Here we explore the feasibility of analyzing blood samples in lithium-heparin or serum tubes stored for 10 h at 21°C prior to centrifugation and cover 35 analytes with concentration both within and outside the reference interval.

Methods {#ss2}
=======

Sample collection {#ss3}
-----------------

A total of 106 adult non-fasting patients admitted to regional hospitals in Herning (*n* = 50) and Holstebro (*n* = 56), respectively, were included in the study. Venous blood samples were collected by experienced phlebotomists into two 7 mL lithium-heparin vacutainer tubes without gel separator for analysis on Architect c8000 (Holstebro) or two 5 mL serum vacutainer tubes without gel separator for analysis on Advia Centaur XP (Herning) ([Table I](#T1){ref-type="table"}). Tubes were from Becton Dickinson, BD Diagnostics, Brøndby, Denmark (ref 368884 \[lithium-heparin\] and 368815 \[serum\]).

###### 

Analytes, number of samples and range of values.

  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Short name                              Analyte                       Unit     IUPAC\                                    *n*   Baseline values\     Local reference intervals (adults)
                                                                                 (NPU)[^†^](#T1_F2){ref-type="table-fn"}         Median (range)       
  --------------------------------------- ----------------------------- -------- ----------------------------------------- ----- -------------------- ------------------------------------------
  ALAT                                    Alanine aminotransferase      U/L      19651                                     56    18 (6--173)          10--70

  ALB                                     Albumin                       g/L      19673                                     56    37 (17--46)          34--48

  AMYL                                    Amylase                       U/L      19653                                     56    23 (5--218)          10--65

  ATRYP                                   Antitrypsin                   g/L      19692                                     34    1.83 (0.57--3.43)    0.97--1.68

  B12[\*](#T1_F1){ref-type="table-fn"}    Cobalamin                     pmol/L   01700                                     49    406 (137--1476)      200--600

  BASP                                    Alkaline phosphatase          U/L      19655                                     55    62 (33--503)         35--105

  BILI                                    Bilirubin                     μmol/L   01370                                     56    9 (4--87)            5--25

  CA                                      Calcium                       mmol/L   01443                                     56    2.33 (1.87--2.64)    2.20--2.55

  CHOL                                    Cholesterol                   mmol/L   01566                                     56    4.4 (2.0--7.2)       \< 5.0[^‡^](#T1_F3){ref-type="table-fn"}

  CK                                      Creatine kinase               U/L      19656                                     55    74 (7--551)          50--270

  CO2                                     Total carbon dioxide          mmol/L   01472                                     56    29 (16--41)          23--32

  CREA                                    Creatinine                    μmol/L   18016                                     56    69 (31--215)         45--105

  CRP                                     c-Reactive protein            mg/L     19748                                     56    6.7 (0.2--217.5)     \< 8.0

  F-T3[\*](#T1_F1){ref-type="table-fn"}   Free triiodothyronine         pmol/L   03625                                     50    3.7 (1.7--6.4)       3.9--6.8

  F-T4[\*](#T1_F1){ref-type="table-fn"}   Free thyroxine                pmol/L   03579                                     50    18.3 (11.7--33.1)    12.0--21.0

  Fe                                      Iron                          μmol/L   02508                                     55    12 (3--29)           9--34

  FER[\*](#T1_F1){ref-type="table-fn"}    Ferritin                      μg/L     19763                                     50    309 (35--3716)       15--355

  FOL[\*](#T1_F1){ref-type="table-fn"}    Folate                        nmol/L   02070                                     48    12 (2--39)           \> 9

  GGT                                     γ-glutamyl transferase        U/L      19657                                     55    32 (11--442)         10--115

  HAPT                                    Haptoglobin                   g/L      19788                                     54    1.35 (0.20--4.33)    0.35--2.05

  HDL-C                                   HDL-cholesterol               mmol/L   01567                                     56    1.2 (0.2--2.1)       \> 1.0[^‡^](#T1_F3){ref-type="table-fn"}

  IgA                                     Immunoglobulin A              g/L      19795                                     56    1.94 (0.86--5.21)    0.80--4.90

  IgG                                     Immunoglobulin G              g/L      19814                                     56    9.9 (3.8--21.3)      6.1--15.7

  IgM                                     Immunoglobulin M              g/L      19825                                     55    0.82 (0.13--2.27)    0.39--2.30

  K                                       Potassium                     mmol/L   03230                                     56    3.8 (3.1--4.8)       3.5--4.6

  LD                                      Lactate dehydrogenase         U/L      19658                                     56    173 (95--609)        105--255

  Na                                      Sodium                        mmol/L   03429                                     56    139 (127--145)       137--145

  OROS                                    Orosomucoid                   g/L      19873                                     54    0.84 (0.28--2.45)    0.45--1.17

  P                                       Phosphate                     mmol/L   03096                                     56    1.02 (0.51--1.60)    0.71--1.53

  PSA[\*](#T1_F1){ref-type="table-fn"}    Prostate specific antigen     μg/L     08669                                     31    0.8 (0.1--11.6)      \< 0.3

  TGLY                                    Triglycerides                 mmol/L   04094                                     56    1.1 (0.4--6.2)       \< 2.0[^‡^](#T1_F3){ref-type="table-fn"}

  TRANS                                   Transferrin                   μmol/L   03607                                     55    27 (9--47)           24--41

  TSH[\*](#T1_F1){ref-type="table-fn"}    Thyroid stimulating hormone   mIU/L    03577                                     50    1.29 (0.020--8.72)   0.300--4.50

  URATE                                   Uric acid                     mmol/L   03688                                     56    0.25 (0.12--0.73)    0.15--0.48

  UREA                                    Urea                          mmol/L   01459                                     56    5.4 (2.6--25.7)      2.6--8.1
  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Analysis performed on Advia Centaur XP using whole blood in serum tubes. For the other analytes analysis was performed on Architect c8000 using whole blood in lithium-heparin tubes.

IUPAC, International Union of Pure and Applied Chemistry; NPU, Nomenclature for Properties and Units. The NPU terminology is in national use in Denmark, for communication and recording of clinical laboratory information. <http://www.ssi.dk/EnglishNPU>.

Decision limit.

All samples for a specific analyte were collected on the same day in September 2011. Sample collection from each patient, otherwise undergoing venipuncture, was performed during morning routine, and samples were taken through the same venipuncture site. Samples were subjected to different settings of pre-analytical conditions as described in the section entitled *Storage conditions*.

Ethics {#ss4}
------

Procedures followed were in accordance with the ethical standards specified by the Helsinki Declaration of 1975, revised in 1983. The study was presented to and accepted by the Central Denmark Regional Science Ethics Committee as a technical and quality investigation (Case nr. 1-10-72-2-12). Participants gave their informed consent.

Storage conditions {#ss5}
------------------

Baseline samples were kept as whole blood (in lithium-heparin or serum tubes) at room temperature and centrifuged for 10 min at 2200 *g* and 20°C within 30--90 min after sample collection. The results for these samples were considered to represent the 'true value'. 10 h samples, kept as whole blood (in lithium-heparin or serum tubes) were placed in racks in vertical upright position in transportation boxes and stored in the dark at a controlled temperature of 21.0 ± 1.0°C for 10 h. During the last 90 min of storage, 10-h samples were transported to the laboratory by car, air-conditioned to meet a temperature of 21.0 ± 1.0°C.

At all times storage temperature was monitored using temperature loggers (ICU Scandinavia AB, Aalborg, Denmark), which displayed a temperature span of 20.4--22.0°C during the described storage of 10 h samples.

Ten-hour samples were centrifuged as described for the baseline samples after the relevant storage period. Following centrifugation both baseline samples and 10 h samples were kept in the primary blood collection tubes at room temperature without light protection until analysis.

Biochemical analysis {#ss6}
--------------------

Samples (*n* = 34--56, depending on analyte) were analyzed for 35 analytes ([Table I](#T1){ref-type="table"}) by single determination on automated analyzer systems Architect c8000 (Abbott Diagnostics, Copenhagen, Denmark) at the regional hospital in Holstebro, or on Advia Centaur XP (Siemens Healthcare Diagnostics, Ballerup, Denmark) at the regional hospital in Herning according to the manufacturers' recommendations, and following the routine procedure for the analysis. Both baseline samples and samples processed after 10 h of storage were analyzed between 15 min and 3 h after centrifugation dependent on the analyte. 10 h samples were analyzed in random order as compared to the order of baseline samples. The 35 analytes are listed in [Table I](#T1){ref-type="table"}, which also lists the short names used.

Analysis methods were: Chemiluminescense immunoassay (B12, FER, FOL, F-T3, F-T4, PSA and TSH), photometry (ALAT, ALB, AMYL, BASP, BILI, CA, CHOL, CK, CO2, CREA, Fe, GGT, LD, P, TGLY, URATE, UREA), potentiometry (K, Na) and turbidimetry (ATRYP, CRP, HAPT, IgA, IgG, IgM, OROS, TRANS). For HDL-C a direct Chol-HDL method using accelerator selective detergent was used.

Reliability of the analytical tests was ensured through routine quality control determinations, including one daily measurement of quality control materials in relevant levels and evaluating according to specified limits of acceptance. All analytical tests were concluded reliable on the day of analysis as well as on the following day. For PSA, only values \> 0.04 μg/L were included in the data evaluation (*n* = 31).

Quality goals and related statistics {#ss7}
------------------------------------

The effect of sample storage including transportation at 21°C was evaluated concerning bias and imprecision (coefficient of variation \[CV\]). The mean deviation was calculated from the formula:

![](CLB-74-603-e001.jpg)

where: *N* = Total number of pairs; *X~10~* = 10-h value; and *X~0~* = Baseline value.

The mean deviation was then compared to the acceptable systematic difference (bias goal). We used values at baseline as compared to values obtained after 10 h of storage in order to calculate the CV of replicate measurements as previously described by Rodbard \[[@CIT0016]\], and compared the results to the analytical- and the goal-CV. CV was calculated from the following formula.

![](CLB-74-603-e002.jpg)

where: ![](CLB-74-603-ILM001.jpg) = mean of all measurements (both baseline and 10-h values)

![](CLB-74-603-e003.jpg)

The precision we calculated thus represents variation from both analysis and storage. Analytical CV denotes the CV determined as the average analytical variation in laboratory routine quality control data in the year 2011. Bias- and CV goals refer to limits used in evaluating differences in laboratory routine quality control and are generally determined from within- and between-subject biological variation \[[@CIT0017],[@CIT0018]\] or empirically. Data for goal bias as well as analytical- and goal-CV used in this study are indicated for each analyte in [Table II](#T2){ref-type="table"}.

###### 

Imprecision (CV) and bias for 35 analytes. Results obtained after storage of whole blood at 21°C was compared to baseline results.

                                          CV (%)   Bias (%)                                     Paired *t*-test *p* value[^††^](#T2_F9){ref-type="table-fn"}                                             
  --------------------------------------- -------- -------------------------------------------- -------------------------------------------------------------- ----------------------------------------- -----------
  ALAT                                    2.4      2.7/9.0                                      − 1.7 (− 2.9;− 0.4)                                            12.0[\*\*](#T2_F5){ref-type="table-fn"}   0.0034
  ALB                                     1.5      0.9/3.2[\*\*](#T2_F5){ref-type="table-fn"}   0.2 (0;0.5)                                                    2.2[\*\*](#T2_F5){ref-type="table-fn"}    0.067
  AMYL                                    1.1      2.4/5.9                                      − 0.8 (− 1.2;− 0.3)                                            8.0                                       \< 0.0001
  ATRYP                                   2.9      0.9/4.5                                      − 0.7 (− 1.5;0.1)                                              6.5                                       0.12
  B12[\*](#T2_F1){ref-type="table-fn"}    6.4      6.4/7.5                                      − 3.2 (− 5.6;− 0.8)                                            17.7                                      0.015
  BASP                                    1.2      2.2/4.8                                      0.2 (− 0.3;0.7)                                                6.4                                       0.31
  BILI                                    2.1      3.2/6.4[\*\*](#T2_F5){ref-type="table-fn"}   1.0 (0.2;1.9)                                                  10.0[\*\*](#T2_F5){ref-type="table-fn"}   0.11
  CA                                      1.1      1.0/2.5[\*\*](#T2_F5){ref-type="table-fn"}   1.0 (0.7;1.3)                                                  2.0[\*\*](#T2_F5){ref-type="table-fn"}    \< 0.0001
  CHOL                                    1.3      0.5/3.0[\*\*](#T2_F5){ref-type="table-fn"}   0.6 (0.2;1.1)                                                  4.0                                       0.0085
  CK                                      1.4      0.8/5.7                                      − 0.7 (− 1.3;− 0.1)                                            11.5                                      0.0023
  CO2                                     3.4      5.0/6.0[\*\*](#T2_F5){ref-type="table-fn"}   1.2 (0.0;2.4)                                                  5.0[\*\*](#T2_F5){ref-type="table-fn"}    0.16
  CREA                                    1.1      1.3/2.7[\*\*](#T2_F5){ref-type="table-fn"}   − 0.1 (− 0.6;0.3)                                              3.8[\*\*](#T2_F5){ref-type="table-fn"}    0.50
  CRP                                     1.8      1.8/5.0[\*\*](#T2_F5){ref-type="table-fn"}   2.6 (− 0.5;5.7)                                                5.0[\*\*](#T2_F5){ref-type="table-fn"}    0.046
  F-T3[\*](#T2_F1){ref-type="table-fn"}   2.4      2.2/7.5[\*\*](#T2_F5){ref-type="table-fn"}   0.8 (− 0.3;1.8)                                                7.2                                       0.28
  F-T4[\*](#T2_F1){ref-type="table-fn"}   4.6      4.6/7.5[\*\*](#T2_F5){ref-type="table-fn"}   2.1 (0.3;3.9)                                                  3.6[\*\*](#T2_F5){ref-type="table-fn"}    0.039
  Fe                                      3.7      1.6/6.7[\*\*](#T2_F5){ref-type="table-fn"}   6.8 (5.8;8.2)                                                  8.8                                       \< 0.0001
  FER[\*](#T2_F1){ref-type="table-fn"}    7.0      4.3/7.1                                      − 1.1 (− 2.7;0.5)                                              5.2                                       0.039
  FOL[\*](#T2_F1){ref-type="table-fn"}    20.5     6.6/12.0                                     − 13.7 (− 19.1;− 8.3)                                          19.2                                      0.0007
  GGT                                     2.6      1.6/3.5                                      − 0.8 (− 2.1;0.6)                                              5.4                                       0.62
  HAPT                                    1.7      1.4/5.1                                      0.1 (− 0.4;0.6)                                                10.4                                      0.72
  HDL-C                                   2.9      1.8/3.6                                      4.6 (3.7;5.4)                                                  5.2                                       \< 0.0001
  IgA                                     2.1      1.3/2.7                                      1.9 (1.4;2.3)                                                  9.1                                       \< 0.0001
  IgG                                     1.0      0.9/2.3                                      0.2 (− 0.2;0.5)                                                4.3                                       0.75
  IgM                                     1.5      2.5/4.5[\*\*](#T2_F5){ref-type="table-fn"}   1.7 (0.9;2.5)                                                  11.9                                      0.0001
  K                                       2.9      0.8/2.4                                      1.2 (0.1;2.2)                                                  1.8                                       0.040
  LD                                      4.5      3.1/5.0[\*\*](#T2_F5){ref-type="table-fn"}   1.0 (− 1.3;3.1)                                                4.3                                       0.55
  Na                                      0.4      0.7/1.0[\*\*](#T2_F5){ref-type="table-fn"}   0.3 (0.1;0.4)                                                  0.6[\*\*](#T2_F5){ref-type="table-fn"}    0.0003
  OROS                                    1.5      0.9/5.7                                      0.8 (0.1;1.5)                                                  6.8                                       0.017
  P                                       9.0      1.8/4.3                                      − 11.2 (− 12.4;− 10.0)                                         3.2                                       \< 0.0001
  PSA[\*](#T2_F1){ref-type="table-fn"}    3.4      3.4/9.1                                      − 0.4 (− 2.0;1.2)                                              18.7                                      0.083
  TGLY                                    2.0      1.0/5.3[\*\*](#T2_F5){ref-type="table-fn"}   − 0.9 (− 1.7;− 0.1)                                            5.4[\*\*](#T2_F5){ref-type="table-fn"}    0.018
  TRANS                                   1.5      0.9/2.3                                      1.8 (1.4;2.2)                                                  2.6[\*\*](#T2_F5){ref-type="table-fn"}    \< 0.0001
  TSH[\*](#T2_F1){ref-type="table-fn"}    9.2      4.9/9.7                                      6.0 (3.4;8.7)                                                  7.8                                       0.0040
  URATE                                   1.6      1.3/4.3[\*\*](#T2_F5){ref-type="table-fn"}   1.5 (0.9;2.1)                                                  4.8[\*\*](#T2_F5){ref-type="table-fn"}    \< 0.0001
  UREA                                    1.0      1.9/6.2                                      − 0.2 (− 0.6;0.2)                                              5.5                                       0.072

Analysis performed on Advia Centaur XP using whole blood in serum tubes. For the other analytes analysis was performed on Architect c8000 using whole blood in lithium-heparin tubes.

CV calculation based on measurements at baseline and after 10 h of storage.

Annual (2011) average CV of laboratory routine quality control samples.

CV goals used in evaluating analytical variation in laboratory routine quality control. Goals were generally based on biological variation from <http://westgard.com/biodatabase1.htm> and calculated as described by Fraser et al. \[[@CIT0018]\].

denotes goals where empirically based modifications to the three stated levels of performance were used.

Mean deviation % between baseline and 10-h values and 95% confidence interval (shown as confidence limits).

Bias goals used in evaluating systematic differences in laboratory routine quality control.

See ^§^CV goals for further details.

*p*-values for testing baseline values against values obtained after 10 h of storage of whole blood.

For all analytes differences between baseline values and values obtained after 10 h of storage of whole blood were assessed for normality and concluded to meet the requirements for parametric statistical analysis. Student's *t*-tests (Paired *t*-tests \[two-tailed\]) were used, the level of significance set at *p* \< 0.05. All statistical analyses were performed using STATA (StataCorp LP, TX, USA) version 12.1.

Fractional Bland-Altman plots were depicted in order to evaluate study results, e.g. concentration dependent alterations. Baseline results were depicted as X-values, and fractions \[(10-h storage values)/(baseline values)\] as the Y-values.

Calculations were executed using Microsoft Office Excel 2003 software, and GraphPad version 4.0 was used for depicting the results.

Results {#ss8}
=======

We examined the stability of 35 biochemical and immunological analytes as a function of storage of whole blood (in lithium-heparin or serum tubes) at 21°C. Our choice was to use samples from hospitalized patients in order to cover a wide range of values, including both normal as well as pathological levels ([Table I](#T1){ref-type="table"}).

We used the upper or lower measurement range values for the few results for ALAT, B12, CK, CRP and HAPT reported as above or below this range. For CK, CRP and HAPT values were below the lower measurement range for both baseline and 10-h samples (one sample set affected for each analyte). For ALAT three sets of samples showed results below the lower measurement range for 10-h samples, two of these also at baseline. For B12 two sets of samples showed results above the upper measurement range for baseline samples, one of these also for the 10-h sample.

Thirteen of the analytes showed no statistically significant bias and mean CVs below or close to the analytical CV upon storage of whole blood for 10 h (ALB, ATRYP, BASP, BILI, CO2, CREA, F-T3, GGT, HAPT, IgG, LD, PSA, UREA), and thus will not be subject to any further discussion ([Figure 1](#F1){ref-type="fig"} and [Table II](#T2){ref-type="table"}). For most of the remaining analytes bias was statistically significant though quantitatively small (ALAT, AMYL, CA, CHOL, CK, CRP, F-T4, FER, IgA, IgM, K, Na, OROS, TGLY, TRANS and URATE). A more pronounced bias was observed for B12, Fe, FOL, HDL-C and TSH. Bias exceeding the bias goal was observed only for P ([Figure 1](#F1){ref-type="fig"} and [Table II](#T2){ref-type="table"}) and the 95% confidence interval (95% CI) of bias was below the bias goal for all but CRP, FT-4, HDL-C, K and TSH. Despite the changes in bias all but three analytes (FOL, K and P) met the criteria set forward for imprecision -- the goal-CV ([Figure 1](#F1){ref-type="fig"} and [Table II](#T2){ref-type="table"}).

![Imprecision and bias calculated for results obtained at baseline and after 10 h of storage of whole blood (in lithium-heparin or serum tubes). Data on imprecision (A) shows CV calculated from results obtained at baseline and after storage of whole blood in lithium-heparin or serum tubes at 21°C for 10 h. The analytical imprecision is indicated as grey columns and the goal imprecision as the total height of the columns. Data on bias (B) shows the mean bias between baseline and results obtained after storage of whole blood for 10 h. The columns indicate bias goal. Data for analytical- and goal-CV as well as bias goal are indicated for each analyte in [Table II](#T2){ref-type="table"}.](CLB-74-603-g001){#F1}

We also analyzed the results using fractional Bland-Altman plots, and present plots for B12, Fe, FOL, HDL-C, K, P, TSH, and URATE ([Figure 2](#F2){ref-type="fig"}).

![Bland-Altman plots of results obtained after storage of whole blood (in lithium-heparin or serum tubes) for 10 h prior to analysis as compared to results at baseline. Fraction: Ratio between baseline results and results at 10 h. Indicated on each figure is the line of identity, i.e. baseline/10 h = 1.0 (bold dashed line), the analytical CV (thin dashed line), goal-CV (full drawn thin line) and the reference interval (shaded area). Data for analytical- and goal-CVs are indicated for each analyte in [Table II](#T2){ref-type="table"}.](CLB-74-603-g002){#F2}

B12 showed an average of around 3% decrease in values. For Fe, a concentration-dependent relative increase was observed. Thus, for values below 10 μmol/L, the average increase was approximately 11% after 10 h of storage. FOL decreased around 14%, whereas for HDL-cholesterol, a concentration-dependent relative increase was seen, the average increase being 7% for values below 1.0 mmol/L. For K, we observed a tendency to increased values after 10 h of storage. P showed an average of around 11% decrease in values throughout the measurement range. For TSH, we found a relative increase in values, especially in the lower measurement range, where values \< 1.25 mU/L showed an average increase of 8% after 10 h of storage. This was however caused by few samples with a very high bias. For URATE, we observed a concentration dependent relative increase after 10 h of storage. For values in the lower part of the reference interval and below (values \< 0.24 mmol/L) the average increase was 3%.

Discussion {#ss9}
==========

We investigated the effect of storage of venous whole blood in lithium-heparin or serum tubes at a temperature of 21°C for 10 h, including 90 min of transportation by car. Our study included the 35 most frequently requested biochemical and immunological analytes from GPs. The results obtained covered a broad range of analyte concentrations, since samples were obtained from hospitalized patients rather than from volunteers ([Table I](#T1){ref-type="table"}). To the best of our knowledge this is the first study to include data on ATRYP, IgA, IgG, IgM, and OROS evaluating stability of whole blood at 21°C.

In our study some of the analytes showed a statistically significant but quantitatively small bias not depending on the concentration of the analyte. Only few analytes showed more pronounced changes (B12, Fe, FOL, HDL-C, P, and TSH); however, the observed bias were smaller than the bias goal for all but P.

In addition we reported concentration-dependent statistically significant relative changes for Fe, HDL-C, TSH, and URATE. For these analytes we found spuriously high results in the lower level of the reference interval and below ([Figure 2](#F2){ref-type="fig"}). The increased level for Fe was likely to be caused by leakage from the red blood cells, while the deviations for HDL-C, TSH, and URATE remained unexplained. Though these differences may be of importance in the research setting, we judged them to be of no importance in the clinical setting. For B12 we judged the observed decrease in concentration upon storage to be of limited importance.

We estimated the mean CV for all analytes studied based on comparison of baseline values with values obtained after 10 h of storage. Obviously CVs calculated in this manner will mirror not only the analytical imprecision but also any observed bias. The fact that the mean CV exceeded the goal-CV only for FOL, K and P underscored that the observed bias was unlikely to be of clinical importance.

Previous relatively small studies covering up to 30 analytes, have shown that prolonged (up to 24 h) storage of blood samples from presumed healthy individuals introduces considerable changes for several analytes, both when samples of whole blood are stored at room temperature (20--25°C) and especially when stored at temperatures well above room temperature \[[@CIT0004]\]. Particular critical analytes are ALAT, K, LD, and P, which in most studies are reported as stable only for a few hours at room temperature and above (up to 12 h depending on analyte and study) \[[@CIT0004],[@CIT0010],[@CIT0012],[@CIT0015],[@CIT0019]\].

The studies were undertaken on serum \[[@CIT0005],[@CIT0015],[@CIT0019]\] or plasma \[[@CIT0010],[@CIT0012]\], in tubes with \[[@CIT0005],[@CIT0007],[@CIT0010],[@CIT0015]\] or without gel separator \[[@CIT0006],[@CIT0008],[@CIT0009],[@CIT0019]\]. The most extensive study performed so far was based on whole blood (in lithium heparin tubes with gel) drawn from a large cohort of patients (*n* = 406) at GPs offices \[[@CIT0011]\]. Analyzing samples from 100 patients, the authors concluded that all but two (K and P) out of 21 analytes tested were stable for 8 h at 21°C pre- centrifugation, while K and P met quality goals only after storage for up to 4 h. The study included a transportation process of 10--15 min duration, which was shorter than the relevant transportation time for most GPs. A recent study on patient samples (*n* = 100) stored as whole blood (in serum-separation tubes with gel) at 15--25°C for 6 h, including a 2-h transportation procedure, concluded that K, LD and P did not meet quality goals set by the authors, whereas FOL did \[[@CIT0013]\].

Combined with the results obtained in our study, all of these results suggest that whole blood can be transported for analysis at the hospital laboratory. However, as evident from the above, some concern is still warranted for some analytes.

An increased level of K caused by leakage from blood cells has over the years been a major concern \[[@CIT0020],[@CIT0021]\]. Also, the changes in K levels caused by the activity of the temperature-dependent Na^+^K^+^-ATPase has to be considered. Transporting samples at low temperatures leads to increased K levels, and at high temperatures K levels are typically decreased \[[@CIT0012],[@CIT0014],[@CIT0022]\].

Tanner et al. \[[@CIT0014]\] studying serum obtained from gel tubes reported temperature-dependent changes in K concentrations, and concluded that storage at 25°C was superior to 15°C and 35°C. However, accepting a 7% deviation, K only remained stable for 4 h. Temperature-dependent changes in K concentrations in lithium-heparin whole blood stored for 2--12 h at temperatures ranging from 17--25°C have also been presented by Stahl et al. \[[@CIT0012]\]. They observed the mean difference from initial values to be lowest at 20°C, and accepting a 10% deviation, concluded K being stable in whole blood for 12 h at 20°C.

Our study showed less deviations in K concentrations upon storage of lithium-heparin whole blood, than observed in other studies on patient whole blood samples \[[@CIT0011],[@CIT0021],[@CIT0023]\]. In our study, only one out of 56 samples showed K values with more than 10% deviation (10.1%) to baseline samples -- a criteria used by both Jensen et al. \[[@CIT0011]\] and Nybo et al. \[[@CIT0023]\]. Nybo et al., however, observed approximately 40% of samples deviating more than ∼10% after 6 h of storage at room temperature, and applying the same criteria to the data presented by Seamark et al. \[[@CIT0021]\] only 70--80% of the samples showed acceptable values for K after storage at temperatures between 15 and 30°C for up to 12 h. Jensen et al., who stored samples at 21 ± 1°C, reported 12--13% of samples showing more than a ∼10% deviation to baseline after 8 h of storage. One possible explanation for the discrepancies was a difference in the design of our study as compared to the others. The three studies \[[@CIT0011],[@CIT0021],[@CIT0023]\] all using lithium-heparin whole blood samples separated plasma after centrifugation of baseline samples, whereas we followed daily routine and performed the analysis on primary tubes soon after centrifugation without separation of plasma. Based on our data, we concluded that K can be analyzed on blood stored for up to 10 h at 21 ± 1°C.

In agreement with others, studying the stability of P in lithium-heparin whole blood stored at 21 ± 1°C for periods between 4 and 12 h \[[@CIT0008],[@CIT0010]\], we observed a considerable mean decrease to baseline samples (11.2%) in P after 10 h of storage.

Storage at room temperature has shown a biphasic change in the concentration of P. Decreased levels are reported after storage up to 8--16 h, and increased concentrations after 24--48 h of storage \[[@CIT0004],[@CIT0007],[@CIT0009],[@CIT0014]\]. The decrease in the concentration of P is likely to be caused by a consumption of inorganic P during intracellular phosphorylation of glucose, whereas an increase could be ascribed to hydrolysis of organic phosphates and leakage from the red blood cells, red blood cells having a 7-fold higher concentration of P as compared to plasma \[[@CIT0004],[@CIT0014],[@CIT0019]\].

We observed a large average decrease (13.7%) in the FOL level after storage of whole blood in serum tubes. It is well known that FOL is unstable, undergoing oxidative cleavage in stored blood samples \[[@CIT0024]\]. In addition, FOL has been described to be light-sensitive \[[@CIT0025]\]. Our results on FOL are in accordance with previous studies on the stability of human whole blood stored at 21°C and above for periods between 2 and 96 h \[[@CIT0009],[@CIT0026],[@CIT0027]\].

The current study was planned to mirror the routine setting of the clinical biochemistry laboratory, and thus did not allow refined conclusions concerning the influence of 10 h storage of whole blood. To do so, several issues should be taken into account. Plasma/serum should be separated as soon as possible after blood collection and analysis of the baseline sample should be done not only at baseline but also at the same time as the 10-h sample. In addition, in a refined study, it may be of relevance to use goals for bias and CV defined solely by biological variation rather than based on a combined knowledge of biological variation and analytical performance in daily practice.

Based on the results, it is our conclusion that storage of whole blood in lithium-heparin or serum tubes at 21 ± 1°C for up to 10 h induces changes that are of no importance in the clinical setting, and that caution is warranted only for FOL and P. In the research setting time- and concentration-dependent changes may be of importance, notably if samples are to be retrieved both in the GPs office and at the hospital. For daily clinical practice, we believe that the use of whole blood samples is superior to the alternative, involving centrifugation and further handling of the blood samples in the GPs office.
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